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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 



Mazdoor Kisan Shakti Sangathan 
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FOREWORD 

This Indian Standard (First Revision) was adopted by Bureau of Indian Standards, after the draft finalized by 
the Ear, Nose and Throat Surgical Instruments Sectional Committee had been approved by the Medical Equipment 
and Hospital Planning Division Council. 

This Indian Standard was first published in 1966. With the publication of IS 3642 (Part 1) : 1990 'Surgical 
instruments — Specification : Part 1 Non-cutting, articulated instruments (second revision)' which would 
serve as a horizontal standard for dressing forceps, need was felt to revise this standard in the form of a vertical 
standard intended to be used in conjunction with IS 3642 (Part 1). 

This standard covers the requirements in respect of shape and dimensions only, as the specification part of these 
types of instruments is covered in IS 3642 (Part 1). This standard is, therefore, intended to be used only in 
respect of shape and dimensions which are referred to in 4.1 of IS 3642 (Part 1). 

In this standard, a few types of aural and nasal dressing forceps have been covered for the main reason that all 
these are meant for ENT work, though they differ from one another. As far as Tilley's aural and nasal forceps 
are concerned, they are similar in shape, but differing slightly in dimensions. 

There is no ISO/IEC standard on the subject. This standard has been prepared based on indigenous manufacturers' 
data/practices prevalent in the field in India. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final value, 
observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance with 
IS 2 : 1960 'Rules for rounding off numerical values (revised)'. The number of significant places retained in 
the rounded off value should be the same as that of the specified value in this standard. 
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1 SCOPE 

This standard specifies the requirements for aural and 
nasal dressing forceps of the following types: 



a) 
b) 
c) 
d) 
e) 



Aural 

Tilley's 

Hunter Todd's 

Wilde's 

Politzer's 

Hartmann's 



Nasal 
a) Tilley's 



2 REFERENCE 

The Indian Standard IS 3642 (Part 1) : 1990 'Surgical 
instruments — Specification : Part 1 Non-cutting, 
articulated instruments {second revision)' is a 
necessary adjunct to this standard. 



3 SHAPE AND DIMENSIONS 

3.1 The shapes and dimensions of the forceps with 
serrated jaws shall be in accordance with Fig. 1 to 6. 

3.2 Joints 

For Tilley's and Hartmann's forceps, 13.2 of Section 3, 
and for Hunter Todd's, Wilde's and Politzer's patterns, 
13.1 of Section 3 of IS 3642 (Part 1) shall apply. 

3.3 Serrations 

Section 2 of IS 3642 (Part 1) shall apply, subject to 
the pitch and depth of the serrations being as specified 
in the figures. 

3.4 Finger Loops 

Where applicable, Section 6 of IS 3642 (Part 1) shall 
apply. 
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FINGER LOOP, No. 2 



All dimensions in millimetres. 
Fig. 1 Aural Forceps; Tilley's Pattern 
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All dimensions in millimetres. 

Fig. 2 Aural Forceps, Hunter Todd's Pattern 
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SERRATIONS 
PITCH 0.70 
DEPTH 0.35 
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All dimensions in millimetres. 
Fig. 3 Aural Forceps, Wilde's Pattern 
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All dimensions in millimetres. 

Fig. 4 Aural Forceps, Politzer's Pattern 
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FINGER LOOP, No. 2 



All dimensions in millimetres. 
Fig. 5 Aural Forceps, Hartmann's Pattern 
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FINGER LOOP, No. 2 



All dimensions in millimetres. 
Fig. 6 Nasal Forceps, Tilley's Pattern 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of stardardization, marking and quality certification of goods and 
attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in any form 
without the prior permission in writing of BIS. This does not preclude the free use, in the course of 
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Amendments are issued to standards as the need arises on the basis of comments. Standards are also reviewed 
periodically; a standard along with amendments is reaffirmed when such review indicates that no changes are 
needed; if the review indicates that changes are needed, it is taken up for revision. Users of Indian Standards 
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